Comparison of Mini-Wright and Standard Wright Peak Flow Meters.
Comparison between peak flow rates obtained using a Standard Wright Peak Flow Meter and a Mini-Wright Peak Flow Meter showed a highly significant correlation. Comparison of six Mini-Wright Peak Flow Meters disclosed highy significant correlation despite occasional irregularities in results from two instruments.